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An  interferometric  fiber-optic  sensor  is  proposed  as  a  neutron  detector.  The  basic  mechanism  is  the 
absorption  of  neutrons  by  the  constituent  atoms  of  the  fiber:  silicon,  germanium,  and  oxygen.  As  a 
result,  the  isotopic  mass  of  these  elements  increases  and  thereby  decreases  certain  infrared  vibrational 
frequencies.  These  changes  impact  the  refractive  index  of  the  core  and  cladding  of  the  fiber  and 
therefore  the  propagation  constant  of  the  fundamental  mode  of  the  singlemode  fibers  constitutes  the 
interferometer.  This  neutron-induced  shift  in  the  propagation  constant  produces  a  corresponding  shift 
in  the  phase  of  the  light  emerging  from  one  fiber  of  a  Mach-Zehnder  interferometer.  A  review  of  the 
basics  of  singlemode  fibers  is  presented,  and  the  changes  in  indexes  and  the  propagation  constant  are 
calculated  under  varying  shifts  in  isotopic  mass.  Reference  is  made  to  the  computational  tool  available 
for  a  simulated  sensor  response.  Some  neutron  absorption  cross-sections  as  functions  of  neutron  kinetic 
energy  are  presented,  along  with  a  possible  design  of  the  sensor. 

©  2012  Elsevier  B.V.  All  rights  reserved. 


1.  Introduction 

Neutron  monitoring  is  important  in  many  areas,  such  as  health 
physics  and  radiation  safety  [1],  cascading  effects  in  the  study  of 
cosmic  radiation  [2],  for  monitoring  of  the  performance  of  nuclear 
power  plants  [3],  and  for  the  monitoring  of  special  nuclear 
materials  for  homeland  security  [4].  An  extensive  review  of 
neutron  detection  techniques  is  presented  in  Ref.  [5],  with  no 
mention  of  any  fiber-optic  methods,  although  plastic  scintillating 
optical  fibers  are  manufactured  by  Saint-Gobain  [6].  The  capture 
efficiency  of  the  light  generated  in  their  interior  is,  however,  only 
a  few  percent;  most  of  it  escapes  out  the  sides,  rather  than  be 
guided  to  either  end.  Also  not  mentioned  in  Ref.  [5]  is  the 
increasing  use  of  the  wide-bandgap  semiconductor  material, 
silicon  carbide,  as  a  neutron  detector.  As  discussed  in  Ref.  [7], 
such  a  detector  is  in  the  form  of  a  reversed-biased  p-n  junction 
created  by  a  thin,  lightly  doped  layer  of  SiC  in  contact  with  a  thick, 
heavily  doped  layer  of  the  same  material.  The  dopant  is  nitrogen. 
A  lithium  converter  is  placed  in  front  of  the  device  which  converts 
neutrons  to  He3  and  He4.  These  nuclei  produce  ionization  in  the 
form  electron-hole  pairs  within  the  SiC,  which,  in  turn,  generate  a 
current  pulse  that  comprises  the  signal.  The  advantage  of  SiC 
over  similar  devices  based  on  silicon  is  its  greater  ability  to  with¬ 
stand  high  radiation-induced  damage  and  a  higher-temperature 
capability. 
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In  this  paper,  a  proposal  for  an  interferometric  fiber-optic 
neutron  monitor  is  presented,  which  is  an  outgrowth  of  the 
proposal  presented  in  Ref.  [4].  Since  it  is  interferometric,  high 
sensitivity  is  expected.  In  addition,  the  standard  advantages  of 
optical  fibers  apply:  EMI  immunity,  intrinsic  safety,  and  geo¬ 
metric  flexibility.  Furthermore,  this  approach  allows  the  effects  of 
gamma  radiation  to  be  separated  from  those  of  neutrons;  in  fact, 
the  two  can  compliment  each  other.  Many  such  interferometers 
measure  environmental  factors  such  as  temperature  and  pressure 
by  means  of  the  changes  in  refractive  index  and  length  that  they 
induce  in  the  fiber.  In  this  case,  the  means  is  the  change  in 
refractive  index  induced  by  neutron  absorption.  This  change 
occurs  by  means  of  the  reduction  in  vibrational  frequencies 
caused  by  the  increase  in  the  isotopic  mass  of  the  various  atomic 
nuclei  that  constitute  the  glass.  It  will  be  quantified  later  through 
the  use  of  the  Sellmeier  and  mixed-Sellmeier  expressions  for  the 
refractive  index.  Before  discussing  the  details,  we  present  certain 
relevant  facts  about  singlemode  optical  fibers  and  such  interfero¬ 
metric  sensors. 

2.  Singlemode  optical  fibers 

2.1.  Material  and  geometric  characteristics 

Since  the  proposed  fiber-optic  sensor  is  interferometric,  the 
fibers  of  which  it  is  made  are  singlemode.  Otherwise,  the  inter¬ 
ference  pattern  which  is  supposed  to  produce  will  be  washed  out. 
(An  exception  might  be  a  self-interfering  sensor  in  which  a  very 
few  modes  of  a  given  few-mode  fiber  interfere  among  themselves 
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Fig.  1.  Singlemode  optical  fiber:  side  and  end  views  of  a  typical  singlemode 
optical  fiber  (manufactured  by  Corning). 


to  produce  an  interference  pattern  at  its  output  facer.  This  is  in 
contrast  to  the  interference  pattern  produced  by  combining  out¬ 
puts  from  separate  singlemode  fibers,  as  will  be  later  described.) 
The  singlemode  fiber  under  consideration  is  a  standard  telecom¬ 
munications  fiber  from  Corning,  known  as  “SMF-28e  +  ”  [8].  The 
use  of  a  standard  fiber,  without  modification,  is  an  advantage  of 
this  sensor.  The  fiber  is  illustrated  in  Fig.  1. 

The  fiber  consists  of  a  core  having  a  diameter  of  8.2  pm  and  a 
refractive  index=  1.4536  at  a  vacuum  wavelength  (20)  of  1310  nm 
(1.31  pm),  for  which  laser  diode  sources  are  readily  available.  It 
consists  of  silica  with  4.71%  of  the  silicon  atoms  replaced  by 
germanium  atoms.  The  germanium  occupies  the  same  position  of 
silicon  after  replacing  it,  namely  in  the  center  of  a  tetrahedron 
formed  by  four  oxygen  atoms.  The  core  is  surrounded  by  a 
cladding,  having  a  diameter  of  125  pm,  consisting  of  pure  silica 
and  having  a  refractive  index =1.4468  at  the  same  wavelength. 
This  wavelength  has  been  chosen  for  our  discussion  because  the 
Corning  datasheet  [8]  lists  certain  wavelength-dependent  char¬ 
acteristics  at  1319  nm  (presumably  because  it  is  the  wavelength 
of  zero  material  dispersion  in  pure  silica).  The  refractive  indexes 
and  the  percent  germanium  were  deduced  from  those  character¬ 
istics  and  a  method  of  calculating  the  refractive  index  is  to  be 
discussed  shortly.  The  glass  fiber  is  surrounded  by  an  acrylic 
buffer  that  protects  it  from  the  environment.  Its  nominal  diameter 
is  242  pm. 

2.2.  Functional  characteristics 

A  mode  of  an  optical  fiber  is  a  characteristic  pattern  of  electric 
and  magnetic  fields  that  vary  in  a  certain  manner  with  r  and  6  in  any 
transverse  plane,  but  which  propagate  in  the  z  direction.  For  fibers 
with  a  small  index  difference  between  the  core  and  the  cladding, 
such  as  this  one,  the  fields  are  essentially  perpendicular  to  the  fiber 
axis.  Aside  from  a  time  dependence  of  exp(-icot),  the  electric  or 
magnetic  fields  can  be  written  as  some  combination  of  [[9],  p.  287]: 

[F,(r)cos  10]  exp(i(3,z)  and  [F/(r)sin  10]  exp(i(3/z)  (1) 

In  these  expressions,  the  subscript  l  designates  the  mode 
number  and  (3/  designates  the  associated  propagation  constant. 
Differences  in  the  phase  factor,  (3/Z,  lead  to  the  interference  of 
signals  from  two  different  fibers.  When  only  the  fundamental 
mode,  with  /=0,  can  propagate,  we  have  singlemode  operation 
and  a  potentially  clean  interference  pattern.  This  state  of  affairs 
will  be  assumed  in  the  discussion  of  the  proposed  sensor,  with  the 
condition  for  it  to  occur  presented  below. 

An  important  characteristic  of  optical  fibers  is  their  numerical 
aperture,  or  NA.  The  NA  is  defined  as 

NA=  ^nco~ncl  (2) 

where  nco  and  nd  are  the  core  and  cladding  refractive  indexes, 
respectively.  The  numerical  aperture  is  the  sine  of  the  largest 


angle  that  an  incoming  light  ray  can  make  with  the  fiber  axis  and 
still  be  guided  by  total  internal  reflection.  We  can  only  interpret 
the  NA  in  this  manner  when  geometrical  optics  provides  an 
adequate  description  of  light  propagation  within  the  fiber.  In 
the  case  of  singlemode  operation,  the  optical  wavelength  is  long 
enough  compared  to  the  core  diameter  that  such  a  description  is 
no  longer  possible,  but  the  NA  remains  an  useful  parameter.  For 
example,  Corning  lists  the  NA  of  this  fiber  as  0.14.  This  number 
made  it  possible  to  deduce  the  core  index,  when  the  cladding 
index  was  known. 

Another  important  characteristic  of  an  optical  fiber  is  its 
V-number  (V),  defined  as 


where  D  is  the  core  diameter.  It  is  well-established  theoretically 
[10,  p.  302]  that  a  circular,  step-index  fiber  supports  only  a  single 
guided  mode  (the  “fundamental”)  when  V<  2.405  (or,  more 
properly,  two  guided  modes  that  have  the  same  propagation 
constant  and  field  distribution,  but  only  differ  in  their  polariza¬ 
tion).  Additional  guided  modes  come  into  existence  for  values  of 
V  >  2.405,  although  the  number  of  guided  modes  does  not  change 
continuously  with  V.  In  the  case  of  a  typical  multimode  fiber 
having  a  core  diameter  of  100  pm  and  a  NA  =  0.2,  V=54.4  and 
the  number  of  guided  modes  can  be  shown  to  be  1972  for  a 
wavelength  of  1000  nm  [10,  p.  470]. 

These  last  few  comments  make  it  clear  that  the  term,  “single¬ 
mode  optical  fiber”,  is  a  slight  misnomer,  since  any  particular 
optical  fiber  (having  a  fixed  NA  and  D)  can  be  multimode  or 
singlemode,  depending  on  the  wavelength  of  the  light  being 
guided  by  it.  For  example  the  Corning  fiber  is  multimode  for  a 
wavelength  below  1260  nm.  This  is  known  as  the  “cutoff  wave¬ 
length”  and  it  is  called  out  in  the  Corning  datasheet  as  such. 
However,  for  it  to  be  as  multimode  as  the  typical  fiber  just 
mentioned,  the  wavelength  would  have  to  be  about  55  nm,  which 
is  well  below  any  wavelength  where  the  fiber  can  transmit  over 
useful  distances.  This  estimate  ignores  any  wavelength  depen¬ 
dence  of  the  refractive  index.  Similarly,  the  typical  multimode 
fiber  just  mentioned  would  be  singlemode  for  a  wavelength  of 
22,000  nm,  which  is  well  above  any  wavelength  where  the  fiber 
can  transmit  over  useful  distances.  Thus,  a  singlemode  fiber  can 
be  considered  as  such  if  it  exhibits  singlemode  operation  over  a 
range  of  wavelengths  where  useful  transmission  occurs. 

The  reader  may  have  noticed  an  inconsistency  between  a 
V-number  of  2.405  and  a  cutoff  wavelength  of  1260  nm.  Given 
the  stated  values  of  the  NA  and  D,  a  wavelength  of  1500  nm  is  the 
calculated  cutoff,  while  1260  nm  results  in  a  V-number  of  2.862. 
This  value  of  the  V-number  places  the  fiber  within  the  four- 
distinct-mode  regime,  not  at  the  entrance  of  it  [10,  p.302].  (That 
regime,  in  fact,  exists  for  2.405  <  V<  3.832,  where  three  addi¬ 
tional  modes  are  guided  by  the  fiber  [11,  p.  13].)  However,  as 
pointed  out  in  a  Corning  technical  note  [12],  the  cutoff  wave¬ 
length  obtained  from  a  V-number  of  2.405  applies  to  a  relatively 
unperturbed,  uncabled  fiber.  In  standard  telecommunications  use, 
a  fiber  is  cabled  for  its  own  protection.  Depending  on  the  nature 
of  the  cabling,  microbends  can  be  induced  in  the  fiber,  which  can 
cause  light  to  be  scattered  out  of  it,  rendering  such  light 
undetectable  at  the  end  of  a  long  enough  length  of  fiber.  This  is 
particularly  true  of  the  so  called  higher-order,  less-well-confined 
modes  than  the  fundamental.  Thus,  only  the  fundamental  survives 
practical  transmission  distances,  when,  according  to  Corning,  the 
wavelength  is  greater  than  1260  nm.  Whether  that  will  be  true  in 
this  sensor  application  or  whether  a  wavelength  greater  than 
1500  nm  will  be  required,  will  depend  on  the  details  of  deploy¬ 
ment  that  are  not  now  available.  If  the  former  is  true,  then  the 
self-interference  mentioned  earlier  would  not  be  viable  because 
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Active  Arm  (in  the  radiation  environment) 

Photodetectors 

Laser  2X2  coupler  Si  2X2  coupler-  D1 


Optical  dump 


Optical  fiber 


Reference  Arm 


<P  =  A(|3L) 

Sr  I0  cos2(<p/2) 
S2=I0sin2(<p/2) 


S1  S2  =  COS  (p 


Fig.  2.  Fiber-optic  interferometer  using  a  Mach-Zehnder  configuration:  Si  and  S2 
are  the  signals  from  the  photodetectors  and  D2,  respectively.  The  angle  cp  is  the 
phase  difference  between  the  light  emerging  from  the  active  and  reference  arms  of 
the  interferometer. 


only  one  mode  would  survive  to  the  output  face  of  the  sensor.  For 
our  current  purpose,  we  assume  singlemode  operation  at  a 
wavelength  of  1310  nm. 

2.3.  The  propagation  constant 

The  parameter,  (3,  in  Eq.  (1)  is  known  as  the  propagation 
constant.  As  stated  above,  differences  in  the  phase  factor,  (3L, 
where  L  is  the  fiber  length,  lead  to  an  interference  pattern.  Such 
an  interference  pattern  can  be  (and  has  often  been)  produced  by 
the  Mach-Zehnder  configuration  shown  in  Fig.  2.  It  would  be 
desirable  for  the  coherence  length  of  the  light  source  to  be  greater 
than  the  length  of  the  fibers  in  the  arms  of  the  interferometers. 
The  2x2  couplers  act  like  50/50  bulk-optics  beam  splitters,  with 
one  leg  of  one  coupler  dead  ended  into  a  medium  that  prevents 
any  unwanted  reflections.  The  interference  pattern  is  not  dis¬ 
played  on  a  screen,  but  in  the  phase-dependent  outputs  of  the 
two  photodetectors.  We  note  that  the  sum  of  the  two  outputs  is  a 
constant  because  energy  is  conserved,  and  that  processing  the 
two  signals,  as  shown  in  the  figure,  eliminates  the  effect  of  signal 
fluctuations  in  the  source. 

It  is  well-established  theoretically  that,  for  any  guided  mode, 
(27indadMo)  <  P  <  (27inCOreMo)  [10,  chap.  8],  where  ndad  and  ncove 
are  the  refractive  indexes  of  the  clad  and  core,  respectively.  The 
lower  limit  corresponds  to  cutoff  for  a  particular  mode,  when 
its  field  extends  a  great  distance  into  the  cladding.  The  upper  limit 
is  approached  when  the  mode  becomes  extremely  well  guided, 
in  which  case  its  field  extends  a  negligible  distance  into  the 
cladding. 

For  the  fiber  under  consideration  here,  the  fractional  difference 
between  these  two  limits  is  only  about  0.0047,  which  is  negligible 
for  many  purposes.  Flowever,  interferometrically,  it  is  not.  (L/20) 
(rcCOre-rcciad)  =  l  f°r  ^  ~  0-2  rnm.  In  other  words,  the  difference 
between  these  two  values  of  |3  produces  a  phase  difference  of 
2n  in  a  tiny  length  of  fiber.  It  produces  a  phase  difference  of  5000 
times  that  amount  in  a  mere  1  m  length  of  fiber.  Thus,  very  small 
changes  in  the  propagation  constant  can  produce  significant 
changes  in  the  outputs  of  the  photodetectors  in  Fig.  2. 

2.4.  Approximate  formulas  for  the  propagation  constant 

The  propagation  constant  is  the  eigenvalue  of  a  complex 
eigenvalue  problem  defined  by  Maxwell’s  equations  and  the 
boundary  conditions  at  the  core-cladding  interface  of  a  round 
dielectric  waveguide,  better  known  as  an  optical  fiber  [10]. 
Obviously,  given  the  cylindrical  geometry,  Bessel  functions  of 
various  “flavors”  are  involved.  Although  the  problem  can  be, 
and  has  been,  solved  numerically  for  the  propagation  constant, 
various  convenient  analytic  approximations  have  been  proposed, 


Core  Index 


Fig.  3.  The  propagation  constant  of  the  fundamental  mode  vs.  the  core  index,  for  a 
fixed  cladding  index  of  1.4468. 


as  noted  in  Ref.  [13].  As  also  noted  in  this  reference,  the  most 
accurate  of  these  is  contained  in  Ref.  [14].  Because  of  its  accuracy 
and  simplicity,  it  will  be  used  for  our  current  purpose.  That 
purpose  is  to  determine  the  change  in  propagation  constant  as  a 
result  of  a  change  in  either  or  both  refractive  indexes.  In  this  case, 
the  change  would  be  caused  by  neutron  absorption,  to  be 
discussed  later,  and  lead  to  a  phase  shift  in  one  arm  of  a  fiber¬ 
optic  interferometer. 

The  discussion  of  the  approximation  is  more  accessible  from 
Ref.  [11,  chap.  1]  than  from  Ref.  [14],  where  it  can  be  easily 
inferred  that 

P2  «  (T)  [kanclad+ (1.1 428  V— 0.9960)  2]  (4) 

where  k  is  the  propagation  constant  of  light  in  a  vacuum  and  a  is 
the  radius  of  the  fiber  core. 

Figs.  3  and  4  show  the  calculated  propagation  constant  using 
Eq.  (4).  In  Fig.  3,  the  cladding  index  is  fixed  at  the  Corning  value  of 
1.4468  and  the  core  index  varies  between  1.4516  and  1.4536, 
which  is  the  core  value  of  the  Corning  fiber,  1.4536  +  0.002.  In 
Fig.  4,  the  core  index  is  fixed  at  1.4536  and  the  cladding  value 
varies  between  1.4448  and  1.4488,  or  1.4468  +  0.002.  Over  this 
range  of  refractive  indexes,  the  difference  between  the  “exact” 
numerical  value  for  [3  and  that  predicted  by  Eq.  (4)  is  in  the  fourth 
or  fifth  decimal  place. 


3.  The  calculation  of  refractive  index 


Based  on  the  discussion  immediately  above,  it  is  obvious  that 
the  calculation  of  refractive  index  is  necessary  before  proceeding 
with  a  determination  of  the  variation  in  the  propagation  constant, 
as  in  Figs.  3  and  4.  Probably  the  most  widely  used  formula  for  this 
purpose  is  the  ubiquitous  three-term  Sellmeier  equation,  men¬ 
tioned  in  countless  sources,  including  Ref.  [10].  It  is 


„2  =  1+  £  Ai-f- 2 

1  =  1  4  —  Ai 


(5) 


where  the  index  i  denotes  the  ith  optical  transition,  At  is  the 
dimensionless  strength  of  that  transition  (proportional  to  the 
probability  that  it  will  occur),  is  the  resonant  wavelength  of 
that  transition,  and  X  is  the  vacuum  wavelength  of  the  light 
passing  through  the  material.  Clearly,  the  equation  is  invalid  near 
a  resonance,  where  it  predicts  an  index  that  can  be  arbitrarily 
large  in  magnitude  and  of  either  sign.  For  the  glassy  materials  of 
optical  fibers,  the  divergence  near  a  resonance  is  no  restriction  on 
the  use  of  this  equation  where  they  transmit  well,  which  is  in  the 
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Cladding  Refractive  Index 

Fig.  4.  The  propagation  constant  vs.  the  cladding  index  for  a  fixed  core  index 
of  1.4536. 
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Fig.  5.  Pictorial  representation  of  the  relevant  vibrational  modes  of  Si02  or  Ge02 
in  the  glass  matrix  of  an  optical  fiber. 


shown  from  simple  harmonic  oscillator  theory  that  /,  the  frequency 
of  these  modes  is  of  the  form 


visible  and  near  infrared.  Two  of  the  resonant  wavelengths 
appearing  in  the  equation  are  in  the  ultraviolet  and  one  is  in 
the  mid-infrared. 

For  a  composite  glass,  such  as  the  germano-silicate  glass  that 
makes  up  the  core,  it  is  possible  to  obtain  a  good  fit  using  Eq.  (5) 
[15],  but  a  generalization  of  Eq.  (5),  known  as  the  mixed  Sellmeier 
equation,  is  more  appropriate  for  our  purpose  [16].  This  equation 
combines  the  Sellmeier  coefficients,  A{  and  Ait  from  each  of  the 
pure  glasses,  Si02  and  Ge02  according  to  their  mole  fraction  in  the 
composite.  The  result  is 


(6) 


where  X  is  the  mole  fraction  of  Ge02,  Aic  and  Ais  are  the  strengths 
of  the  ith  transition  in  pure  Ge02  and  Si02,  respectively,  and  Aic 
and  AiG  are  the  resonant  wavelengths  of  those  transitions  in  those 
materials.  For  convenience,  the  required  coefficients  are  listed 
in  the  table  below,  as  obtained  from  Ref.  [16].  We  note  that  the 
two  pure  glasses  have  the  same  structure,  with  either  Ge  or  Si 
contained  within  a  tetrahedron  of  four  oxygen  atoms,  one  at  each 
corner. 

Normally,  the  Sellmeier  fit  to  the  experimental  data  is  used  to 
determine  the  refractive  index  at  various  wavelengths  within  its 
wavelength  range  of  validity.  Flere,  in  contrast,  we  are  fixing  the 
wavelength  and  examining  its  behavior  with  changes  in  A{.  The 
table  indicates  that,  as  stated  previously,  two  of  the  three  resonant 
wavelengths  are  deep  in  the  UV  and  one  is  in  the  mid  IR.  Since  the 
first  two  result  from  electronic  transitions,  they  are  independent 
(to  an  excellent  approximation)  of  the  mass  of  the  nuclei.  The  one 
in  the  IR  is  vibrational  in  nature  and  therefore  does  depend  on  the 
nuclear  mass.  Thus,  it  is  this  wavelength  that  is  of  concern  to  us. 


where  k  acts  as  a  spring  constant  and  Mr  is  a  reduced  mass.  The 
reduced  mass  is 


J_  _  1 

Mr  Mq  MSj  Qe 


(8) 


where  M0  is  the  mass  of  the  oxygen  nucleus  and  MSi>Ge  is  the  mass 
of  either  the  silicon  or  germanium  nucleus.  This  expression  can  be 
made  intuitively  obvious  by  allowing  either  mass  to  approach 
infinity.  The  effective  (estimated)  spring  constants  can  be  adjusted 
so  that  the  average  wavelength  is  the  experimental  23S  or  A3G.  Then 
one  can  readily  show  that 


(9) 


where  A  refers  to  the  experimental  235  or  A3C  and  the  primed 
quantities  refer  to  values  resulting  from  changes  in  nuclear  mass. 


5.  Isotopic  distribution  of  elements  Ge,  Si,  and  O 

Before  examining  the  effects  on  neutron  absorption  on  the 
refractive  index,  let  us  present  the  “natural”  isotopic  distribution 
of  the  elements  germanium,  silicon,  and  oxygen.  These  are  shown 
in  the  table  below,  obtained  from  Ref.  [18],  and  references 
contained  therein,  along  with  the  weighted  average  of  the  atomic 
mass  numbers.  These  weighted  averages  are,  presumably,  what 
appears  in  the  fiber  before  neutron  irradiation.  (The  effect  of 
variations  in  nuclear  binding  energy  is  small  and  is  being  ignored 
in  this  treatment.) 


4.  Relevant  molecular  vibrations 

The  relevant  molecular  vibrations  for  either  Ge02  or  Si02 
appear  to  be  those  presented  in  Ref.  [17,  Fig.  3.11].  Only  those 
for  Si02  are  actually  presented,  but  because  of  the  similarity  in 
structure  between  the  two  glasses,  it  is  assumed  that  these  are 
the  same  for  Ge02.  These  are  characterized  as  asymmetric  bending 
or  asymmetric  stretching  involving  two  silicon  or  germanium 
atoms  and  one  oxygen  atom,  as  shown  in  Fig.  5.  From  Ref.  [17] 
the  estimated  resonant  wavelengths  associated  with  these  modes 
are  9.43  pm  and  8.40  pm,  respectively,  for  Si02.  Their  average  is 
8.92  pm,  which  is  reasonably  close  to  the  experimentally  deter¬ 
mined  value  of  ~  9.90  pm,  as  shown  in  the  table.  It  is  for  this 
reason  that  these  modes  are  being  considered.  It  can  be  readily 


6.  Effect  of  the  shift  in  the  isotopic  masses 

Let  us  first  look  at  the  consequences  of  the  shift  in  isotopic 
mass  distribution,  without  regard  to  the  nature  of  the  neutron 
irradiation  that  causes  it  or  the  neutron  absorption  cross-sections. 
We  will  do  so  by  first  computing  the  change  in  refractive  index  of 
the  core  and  cladding  by  using  Table  1  and  Eqs.  (8),  (9),  (5),  and 
(6),  while  allowing  the  atomic  weight  of  each  the  three  elements 
to  vary  between  the  weighted  average  and  the  maximum  possi¬ 
ble,  in  various  combinations.  For  germanium,  this  range  is  from 
72.67  to  76;  for  silicon,  it  is  from  28.30  to  30;  and  for  oxygen,  it  is 
from  16.00  to  18.00.  Then  Eq.  (4)  will  be  used  to  calculate  the 
change  in  propagation  constant  for  the  various  combinations. 
Doing  so  will  quantify  the  response  of  the  sensor  under  the  most 
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Table  1 

Parameters  used  in  the  mixed  Sellmeier  equation,  Eq.  (6). 


Si02  (0.21  pm 

<2  <3.71  pm) 

Ge02  (0.37  pm 

A 

N- 

A 

4^ 

to 

00 

T 

3^ 

Ais 

0.6961663 

Aig 

0.80686642 

A  2S 

0.4079426 

A  2G 

0.71815848 

A3  s 

0.8974794 

A3  G 

0.85416831 

^is(pm) 

0.0684043 

kic  (pm) 

0.068972606 

^2s  (pm) 

0.1162414 

^2 c  (pm) 

0.15396605 

^s(pm) 

9.896161 

^3c  (pm) 

11.841931 

Fig.  6.  The  propagation  constant  vs.  the  percent  of  maximum  mass  change  for 
various  combinations  of  Si,  Ge,  and  0.  Each  of  the  elements  is  assumed  to  undergo 
the  same  percent  mass  change  in  every  case.  The  effect  of  changes  in  Ge  is 
negligible  on  this  scale,  but  still  produces  an  interferometric  signal. 

pessimistic  assumption,  producing  zero  response,  to  the  most 
optimistic  possible. 

Fig.  6  illustrates  how  the  propagation  constant  changes  when 
the  various  combinations  of  the  three  nuclei,  Ge,  Si,  and  O, 
increase  in  atomic  weight  from  their  “natural  value”  to  their 
maximum  possible  value  resulting  from  neutron  irradiation. 
The  abscissa  is  the  percentage  difference  between  these  two 
extremes,  assumed,  for  simplicity,  to  be  common  to  all  changing 
masses.  As  indicated  in  the  legend,  either  all  three  masses  change, 
two  of  the  three  change,  or  one  of  the  three  changes.  It  is  clear 
from  the  figure  that  the  change  in  the  isotopic  mass  of  germa¬ 
nium  produces  an  increase  in  the  propagation  (of  about  6  x  10-6) 
that  is  not  visible  on  the  scale  of  the  graph.  However,  even  in  this 
case,  the  change  in  propagation  constant  produces  a  shift  in  the 
interference  pattern  of  one  cycle  in  only  about  1  m  of  fiber. 
Nevertheless,  as  a  result,  three  other  pairs  of  curves  are  indis¬ 
tinguishable  on  the  same  scale.  The  maximum  possible  increase 
in  propagation  constant,  0.00261  /pm,  produces  a  shift  of  over 
2400  cycles  in  that  same  meter  of  fiber.  A  kilometer  of  fiber, 
which  is  not  cumbersome,  would  produce  a  shift  one  thousand 
times  that  size.  These  idealized  results  encourage  one  to  believe 
that  reasonable  signals  can  be  obtained  even  when  the  nature  and 
absorption  of  the  neutron  irradiation  are  explicitly  considered 
Table  2. 


7.  Generation  of  unstable  isotopes 

What  have  not  been  considered  in  this  idealized  treatment  are 
the  unstable  isotopes  of  germanium,  silicon,  and  oxygen  gener¬ 
ated  by  neutron  absorption  and  the  subsequent  decay  chains. 


These  processes  are  represented  below,  along  with  the  half-lives 
of  the  unstable  nuclei.  They  were  obtained  from  references 
similar  to  Ref.  [18]. 

70G  e+ n  -  71  Ge-^i71  Ga  (stable) 

74Ge  +  n^75Ge8ZBm75As(stable) 

76Ge  +  n^77GeH3h77As3^h77Se 

30Si'+iw31Si^i31P  (stable) 
i80+n-190^l19F  (stable) 

These  decay  chains  can  be  considered  first-order,  in  that  they 
involve  the  absorption  of  only  one  neutron.  If  additional  neutrons 
are  absorbed,  then  they  can  be  extended,  such  that  77Se,  for 
example,  could  become  the  stable  isotope  78Se.  Or  they  could 
become  branched,  such  that  77As,  for  example,  might  become  78As 
and  then  78Se.  The  second  and  higher-order  decay  chains  appear 
to  be  progressively  less  probable  than  the  first,  as  they  require  the 
absorption  of  progressively  more  neutrons.  They  also  require 
progressively  more  time  for  completion. 

The  effect  of  these  processes  is  to  change  the  vibrational 
frequencies  of  the  original  molecule  through  a  change  in  electro¬ 
nic  binding  with,  say,  a  stable  isotope  of  oxygen.  (The  mass 
change  is  completely  negligible.)  The  result  will  be  a  small  change 
in  refractive  index,  which  adds  to  or  detracts  from  the  measure¬ 
ment  of  phase.  Unfortunately,  it  may  also  scatter  light  out  of  the 
core  of  the  fiber,  reducing  the  amplitude  of  the  signal.  If  the 
measurement  time  is  small  compared  to  the  half-lives  of  the 
unstable  nuclei,  these  processes  may  be  unimportant.  All  of  them 
require  hours  to  days,  except  for  the  last,  which  requires  only 
26.5  s.  However,  so  little  180  occurs  naturally  that  this  process 
may  still  be  inconsequential. 

A  post-irradiation  measurement,  during  which  all  unstable 
isotopes  eventually  decay  away,  would  provide  information  on 
the  importance  of  the  totality  of  these  processes. 

8.  Thermal  variations 

The  high  sensitivity  of  interferometric  sensors  can  be  a  curse 
as  well  as  a  blessing.  If  the  temperature  of  the  reference  arm  and 
active  arm  in  Fig.  2  is  not  the  same,  despite  one’s  best  efforts  to 
maintain  them  at  the  same  temperature,  then  thermal  variations 
will  produce  an  unwanted  signal.  This  signal  results  from  the 
phase  shift  produced  by  the  temperature  dependence  of  both  the 
length  of  the  fiber  and  the  propagation  constant.  Such  a  signal  can 
be  minimized  by  packaging  the  sensor  with  a  large  enough 
thermal  mass  that  the  magnitude  and  frequency  of  the  tempera¬ 
ture  variations  are  small.  If  the  frequency  range  of  this  unwanted 
signal  is  much  lower  than  that  of  the  desired  signal,  then  the  two 
can  be  separated  in  the  signal  processing.  In  addition,  the  sensor 
should  be  packaged  to  thermally  isolate  the  components  from 
ambient  temperature  fluctuations  and  to  maintain  the  two  arms 
as  close  as  possible  in  temperature.  Various  techniques  to  deal 
with  this  problem  are  discussed  in  Ref.  [19].  If  the  radiation  itself 
produces  a  rise  in  temperature  of  the  active  arm,  then  it  can  be 
considered  part  of  the  signal,  superimposed  on  that  due  to  shifts  in 
the  isotopic  masses.  The  two  effects  can  be  separated  by  isolating 
the  sensor  from  the  radiation;  what  is  left  is  the  permanent  change 
produced  by  those  shifts  in  mass  (once  any  unstable  isotopes  have 
decayed  away). 

It  may  be  possible  to  examine  the  thermal  effects  of  the 
ambient  environment  on  the  sensor  output  by  observing  the 
signal  in  that  environment,  but  shielded  from  neutron  irradiation. 
The  mechanical  and  thermal  design,  as  well  as  the  positioning  and 
orientation,  of  the  sensor  should  be  such  as  to  minimize  this 
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Table  2 

(Stable  isotopes). 


Germanium 

Silicon 

Oxygen 

Atomic  mass  number 

Percent  abundance 

Atomic  mass  number 

Percent  abundance 

Atomic  mass  number 

Percent  abundance 

70 

21.23 

28 

92.3 

16 

99.6 

72 

27.66 

29 

4.67 

17 

0.039 

73 

7.73 

30 

3.1 

18 

0.201 

74 

35.94 

76 

7.44 

Weighted  average 

72.67 

Weighted  average 

28.30 

Weighted  average 

16.00 

Incident  Energy  (MeV)  Incident  Energy  (MeV) 


Fig.  7.  Neutron  absorption  cross-sections  vs.  neutron  kinetic  energy  (lower  curves)  for  Ge,  Si,  and  0.  The  upper  curves  include  neutron  scattering,  along  with  absorption. 
(For  interpretation  of  the  references  to  color  in  this  figure  caption,  the  reader  is  referred  to  the  web  version  of  this  article.) 


extraneous  signal.  Since  some  neutron-sensing  environments  are 
more  benign  than  others,  the  design  and  viability  of  the  sensor  is 
expected  to  be  highly  dependent  on  the  application. 


9.  Neutron  irradiation 

Prior  to  any  experimentation  testing  the  response  of  this 
proposed  sensor  to  neutron  irradiation,  it  would  be  advisable  to 
perform  calculations  simulating  various  scenarios  under  which  it 
might  be  used.  These  scenarios  would  incorporate  the  neutron 
flux  and  energy  distribution,  the  energy-dependent  absorption 
cross-sections,  and  the  geometry  of  the  sensor  and  of  the  neutron 
source.  Being  made  of  optical  fibers,  the  sensor  geometry  can  be 
readily  varied,  as  stated  in  the  introduction.  At  least  one  code 
exists  for  this  purpose,  and  that  is  the  Monte  Carlo  N-Particle 
Transport  Code  (MCNP)  created  at  Los  Alamos  National  Labora¬ 
tory  [20].  However  it  seems  premature  at  this  point  to  pursue 
even  the  calculational  approach,  in  the  absence  of  an  expressed 
interest  and  a  definition  of  a  particular  application. 


One  readily  available  piece  of  information  that  is  of  interest  at 
this  point  involves  the  neutron  absorption  cross-sections  of 
germanium,  silicon,  and  oxygen,  examples  of  which  are  shown 
in  Fig.  7.  Such  cross-sections  are  published  by  the  National 
Nuclear  Data  Center  as  the  Evaluated  Nuclear  Data  File  (ENDF)  [21]. 
The  green  curves  are  the  absorption  cross-sections,  while  the  blue  are 
the  total  cross-sections.  We  note  the  energy  dependence  and  the 
highly  oscillatory  resonance  behavior  in  germanium  and  silicon. 
In  addition,  the  absorption  is,  in  every  case,  accompanied  by 
the  emission  of  a  gamma  ray.  Depending  on  the  neutron  energy 
spectrum,  it  may  behoove  one  to  include  a  moderator  in  the 
design  of  the  sensor  to  improve  absorption.  One  possible  design  is 
shown  schematically  in  Fig.  8,  in  which  a  cylindrically  shaped 
neutron  source  is  assumed.  Ideally,  the  neutron  reflector  prevents  any 
neutrons  from  reaching  the  reference  arm  of  the  Mach-Zehnder 
interferometer  and  is  of  high  thermal  conductivity  to  maintain  the 
two  arms  as  close  to  the  same  temperature  as  possible.  High 
reflection  of  neutrons  will  produce  multiple  passes  through  the  active 
arm,  thereby  increasing  the  chance  for  absorption.  Steel  is  possible 
candidate  for  a  good  reflector. 
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Fig.  8.  Side  and  end  views  of  a  possible  design  of  the  neutron  monitor  with  a  cylindrical  neutron  source. 


10.  Mitigating  radiation-induced  darkening 

In  addition  to  generating  the  desired  signal  through  changes  in 
the  isotopic  mass  of  the  constituent  atoms  of  the  fiber,  neutrons 
and  other  forms  of  nuclear  radiation  impinging  on  the  fiber  can 
also  cause  damage  that  leads  to  a  reduction  in  optical  transmis¬ 
sion.  Depending  on  the  dose,  dose  rate,  wavelength  of  trans¬ 
mission,  the  nature  of  the  fiber,  etc.,  this  “radiation-induced 
darkening”  could  be  quite  severe,  potentially  fatal  to  the  opera¬ 
tion  of  the  sensor.  Examples  of  this  well-known  phenomenon  are 
shown  in  Ref.  [4].  Even  changes  in  isotopic  mass  caused  by 
neutron  absorption  could  result  in  some  internally  generated 
gamma  emission,  since  the  resulting  nucleus  is  likely  to  be 
initially  in  an  excited  state.  For  example,  this  is  the  case  for 
72Ge  and  73Ge  [18]. 

Several  factors  can  mitigate  this  problem.  The  first  is  that 
the  sensor  operates  in  the  1300-1500  nm  wavelength  region,  as 
shown  in  Ref.  [4],  the  effects  of  darkening  are  much  less  serious 
than  at  shorter  wavelengths,  such  as  the  visible  or  very  near  IR. 
Second,  optical  fibers  do  recover  from  radiation-induced  damage 
(even  during  exposure  to  radiation).  It  may  be  possible  to  perform 
the  desired  measurement  after  the  sensor  has  been  isolated  from 
the  radiation.  As  stated  earlier,  what  is  left  after  recovery  is  a 
permanent  change  in  the  fiber  produced  by  shifts  in  isotopic 
mass.  Doing  this,  however,  will  only  result  in  a  measurement  of 
total  dose. 

A  third  mitigating  factor  is  photobleaching,  which  is  the 
reduction  in  radiation-induced  damage  caused  by  the  presence 
of  light  within  the  fiber.  The  greater  the  optical  power  propagated 
through  the  fiber,  the  stronger  the  effect.  The  exact  mechanism  by 
which  the  defects  are  annealed  out  by  light  does  not  seem  to  have 
been  offered,  but  the  effect  is  well  established  [22-25].  In  fact,  a 
patent  exists  on  the  use  of  photobleaching  to  reduce  the  radiation 
sensitivity  of  a  fiber-optic  rotation  sensor  [26].  The  experiments 
described  in  some  of  these  references,  particularly  in  Ref.  [22] 
suggest  that  photobleaching  is  more  effective  in  pure-silica-core 
fibers  than  those  with  a  core  doped  with  germanium,  but 
Coming’s  singlemode  fiber  has  a  lower  concentration  of  germa¬ 
nium  than  those  multimode  fibers  studied  in  Ref.  [22].  In  addi¬ 
tion,  more  powerful  light  sources  exist  now  than  at  the  time  of 
the  study.  If  having  a  pure-silica-core  is  particularly  important, 
one  could  fabricate  such  a  singlemode  fiber  with  a  fluorinated 
cladding.  Multimode  fibers  with  a  pure-silica  core  and  a  fluori¬ 
nated  cladding  have  long  existed  [27]  and,  in  fact,  a  singlemode 
specialty  fiber  of  this  type  already  exists  [28],  but  for  non¬ 
telecommunications  use  deep  in  the  visible  and  near  UV.  The 
same  company  claims  to  be  able  to  make  this  kind  of  fiber  for  use 


in  the  1300  nm  regime.  Aside  from  being  more  “photobleachable”, 
pure-silica-core  fibers  are  also  known  to  be  significantly  less 
radiation  sensitive  to  begin  with  than  those  with  a  doped  core. 
The  nature  of  the  application  will  determine  whether  a  pure-silica- 
core  fiber  will  be  required  for  neutron  monitoring. 

A  fourth  mitigating  factor  would  be  the  use  of  a  separate 
wavelength  to  induce  photobleaching  from  the  one  used  to  carry 
the  signal.  Even  though,  say,  1300  nm  can  produce  photobleach¬ 
ing,  shorter  wavelengths  with  their  higher  photon  energy  are 
more  effective  at  doing  so  [24,25].  A  photobleaching  wavelength 
of  835  nm  was  used  in  Ref.  [24]  and  one  of  633  nm  was  used  in 
Ref.  [25].  Thus,  one  can  send  photobleaching  light  into  the 
neutron  monitor,  preferably  from  both  ends,  along  with  the  signal 
wavelength,  on  a  non-interfering  basis.  A  single-ended  photo¬ 
bleaching  light  source  is  used  in  Ref.  [26]. 


11.  Summary 

A  proposal  for  an  interferometric  fiber-optic  neutron  monitor 
has  been  presented,  based  on  the  absorption  of  neutrons  by  the 
nuclei  making  up  the  core  and  cladding  of  the  singlemode  optical 
fiber  that  constitutes  the  sensor.  The  resultant  increase  in  mass 
leads  to  a  shift  in  their  refractive  indexes  and  thus  the  propaga¬ 
tion  constant  of  the  fundamental  mode.  That  shift  can  be  detected 
as  a  phase  shift  in  the  light  emerging  from  the  fiber.  Calculations 
that  have  been  presented  based  on  the  certain  idealizations  are 
very  encouraging.  However,  the  response  of  the  sensor  should  be 
calculated  under  realistic  conditions,  which  can  be  simulated  by 
the  Los  Alamos  MCNP  code.  One  sensor  design  has  been  pre¬ 
sented,  and  issues  such  as  radiation-induced  darkening  and  the 
production  of  unstable  isotopes  have  been  briefly  discussed. 
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